Enzyme immunoassays for antinuclear antibodies.
To evaluate the potential advantages and disadvantages of the EANA, the immunopathology laboratory of the Henry Ford Health System compared the qualitative and quantitative results from several EANA assays to those from a well-standardized FANA assay and then correlated them with the clinical data.